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5.0.0 OBJECTIVE

The objective of Volume V of the Air Resources Board (ARB) Quality Assurance
Manual is to define the responsibilities for conducting system and performance
audits and to also provide standardized documented audit procedures and
reporting formats.  The objective of the audit program is to assure all published
air quality data are from approved sites, gathered by trained personnel using
approved methods in accordance with well documented procedures, traceable to
recognized standards and reported with assessments of their precision and
accuracy.  The audit program thus assures that air quality data are comparable and
can be used with confidence by air pollution control officials, the medical
community and others.

5.0.0.1 DEFINITION OF SYSTEM AND PERFORMANCE AUDITS

A system audit is an on-site inspection and review of a monitoring organization’s
entire program in which the total measurement system is reviewed (sample
collection, sample analysis, data processing, etc.).  The audit includes a review of
staff, standard operating procedures, facilities, and documentation to assure
compliance with federal and state air quality monitoring, quality assurance, siting
and data reporting regulations (40 CFR Part 58).

A performance audit is an on-site test aimed at challenging the integrity of the air
monitoring site’s or laboratory’s ability to generate data of acceptable quality.
Variations in the audit procedures correspond to the type of performance audit
being conducted.  Performance audit categories are as follows:

A. Through-the-probe audits (Gaseous Criteria, Gaseous Toxic, and Non-
Methane Hydrocarbon (NMHC)).  Known concentrations of gases
(National Institute of Standards Technology (NIST) traceable) are used to
challenge the analyzers.  The sampler’s measured results are then
compared to the actual results.

B. Sampler flow audits (High and low volume particulate matter of
10 microns or less (PM10), particulate matter of 2.5 microns or less
(PM2.5), high and low volume total suspended particulate (TSP), Tapered
Element Oscillating Microbalance (TEOM), PM10 and PM2.5 Beta
Attenuated Monitor (BAM), carbonyl, and pesticides):  Flow measurement
instruments (NIST traceable) are used to compare the sampler’s measured
and actual flow rate.

C. Laboratory Audits (PM2.5 and PM10 Mass), wet acid deposition, toxic air
contaminants, toxic metals (Pb), PM10 ions, Non-Methane Organic
Compound (NMOC), Volatile Organic Compound (VOC), motor vehicle,
and pesticides): Measured results are compared to actual results using 
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known quantities of compounds and NIST traceable instrumentation
where available.

D. Meteorological Audits (wind speed, wind direction, temperature, relative
humidity, barometric pressure, and solar radiation):  Sensors are checked
for accuracy using NIST traceable instruments.  The measured results are
then compared to the actual results.

In addition, a performance audit includes a review of the site, the primary data
recording device and the procedures used to record and report data.

5.0.0.2 AUDIT SCHEDULES

System audits are conducted periodically at the ARB and local district facilities.
Performance audits are conducted quarterly on at least 25 percent of the State and
Local Air Monitoring Stations (SLAMS) for each criteria pollutant.  Special
Purpose Monitors (SPM from which data are to be used for State Implementation
Plans (SIPS) and non-criteria pollutant instrumentation are also audited on a
regular basis.

Performance audits are scheduled so that they meet the U.S. Environmental
Protection Agency’s (EPA) regulations set forth in 40 CFR Part 58.  Since some
sites are seasonal or have a limited operational window, performance audits are
also scheduled to accommodate these factors.  Whenever possible, calibrations
and audits shall be scheduled at alternating six-month intervals to provide a semi-
annual multi-point performance check of each station.
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5.0.1 SYSTEM AUDIT PROCEDURES

5.0.1.1 RESPONSIBILITY

System audits of monitoring organizations operating National Air Monitoring
Stations (NAMS) are the responsibility of the U.S. EPA.  The U.S. EPA may
negotiate with private contractors or the ARB to conduct NAMS system audits.
In addition to NAMS system audits, the Quality Assurance Section (QAS) of the
ARB’s Monitoring and Laboratory Division (MLD) also conducts field as well as
laboratory system audits of PM10 and PM2.5.  The QAS also conducts routine
system audits of SLAMS without a subset of NAMS sites as well as other selected
private contractors.

5.0.1.2 POLICY

System audit procedures used by the QAS are in accordance with those stipulated
in U.S. EPA’s Quality Assurance Handbook (EPA-600/4-77-022a,
Section 2.0.11).  Questionnaires and check sheets are formulated from U.S. EPA’s
regulations and guidelines for the type of system audit being conducted.  These
audit questionnaires and check sheets are mailed to the audited organization in
advance of the actual on-site visit.  The monitoring organization is to complete the 

questionnaires and check sheets and return them to the auditors at least one week
prior to the on-site visit.  

Each system audit will be documented in a preliminary system audit report which
will be sent to the audited organization for review.  The report will include the
findings of the auditors and, whenever necessary, suggested corrective actions.
After the audited organization has reviewed the preliminary system audit report, it
will be returned to the QAS where the final system audit report will be drafted.  It
is the responsibility of the audited organization to correct all deficiencies and
report such corrections to the QAS and U.S. EPA Region IX quality assurance
coordinators.  Some deficiencies may be reviewed during the next performance
audit.

5.0.1.3 COMPONENTS OF A SYSTEM AUDIT

A. Assessment of the staff:

1. Background and education.
2. Chain of command regarding description of assignments and

specific duties.
3. Continued training for staff.
4. Level of staffing.
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B. Assessment of facilities:

1. Review questionnaires and check sheets with staff at site.
2. Review laboratory practices.
3. Review field activities.
4. Inspect laboratory and support facilities.
5. Review monitoring sites with respect to stated siting criteria and

representativeness requirements.
6. Audit controlled environment (temp, RH etc.) as required by

U.S. EPA guidelines.

C. Assessment of data and document control:

1. Review chain-of-custody forms.
2. Review laboratory daily operational records.
3. Review field documentation and records.
4. Review the reporting format including the process used to upload

data.
5. Review the process and how long the data will be archived.

D. Assessment of the quality control programs:

1. Review the Standard Operating Procedures.
2. Review adequacy and adherence to procedures. 
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5.0.2 PERFORMANCE AUDIT PROCEDURES

5.0.2.1 RESPONSIBLITY

The Quality Assurance Section (QAS) of the Air Resources Board’s (ARB)
Monitoring and Laboratory Division is responsible for preparing and
implementing these audit procedures.  The auditors shall be QAS staff and work
independently of the operator/analyst functions of the ARB’s air quality
surveillance program.

5.0.2.2 POLICY

A. Whenever possible, audits shall be conducted with a staff member of the
monitoring organization present.

B. Monitoring personnel shall provide the auditor with the instrument’s
make, model, identification number, equivalency certification number,
operating parameters, and responses of the audits as read from the primary
data recording device.  Variations in the audit procedures correspond with
the type of performance audit being conducted.

C. The operating agency is responsible for correcting deficiencies found
during the audit.

D. The QAS shall calculate and report data accuracy estimates for reference
and equivalent method analyzers operated as SLAMS within the ARB
reporting organization.  Procedures for calculating and reporting data
accuracy estimates are presented in Volume I of this manual.

E. The auditors will not make instrument adjustments (e.g. adjustments to
potentiometer, replacement of parts, etc.).  However, after the initial audit
points are taken, the attending monitoring personnel may perform
maintenance and make repairs.  If such repairs are made at the time of the
audit and schedules permit, the auditors will perform a series of post audit
checks to verify accurate analyzer or sampler performance.  If the nature
of the adjustments and/or repairs are such as would normally require a
recalibration of the instrument, the audit shall not suffice as a
recalibration.  However, the data taken between time of the post audit
checks and the recalibration, shall be validated and reported if the 
instrument’s “as is” performance at the time of the recalibration is within
acceptable accuracy limits.

F. All audit standards shall be certified and traceable to either NIST
standards or other authoritative standards.
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5.0.2.3 PREAUDIT CONTACTS

A. The auditor will contact the organization to be audited one or two weeks
prior to audit date.  During the contact, the auditor will verify and confirm
the following:

1. Date and time that each site will be audited.

2. Samplers and instruments operating at the site and if all equipment
are in working order.

3. Calibration dates, serial numbers, and other pertinent information
available at the time of the audit.

4. Any special situations such as parking, locks/codes, directions, etc.

5. Develop cooperation so that those instruments found operating
outside the ARB’s control limits will be remedied quickly.

B. An email will be sent to the organization to be audited confirming the
above information. 

5.0.2.4 EQUIPMENT REQUIREMENTS

Specific equipment requirements for each audit procedure are listed in each
Appendix.

5.0.2.5 AUDIT DOCUMENTATION AND FORMS

A. The vehicle inspection list (Figure 5.0.2.1) is checked off before each
audit trip to ensure that all the required audit equipment is present.  All
pertinent site information such as site topography, site dossier, and site
location are printed out and reviewed before an audit trip.

B. The QAS audit program contains preliminary audit results as well as the
Site Survey Report (Figure 5.0.2.2).  Data such as longitude, latitude,
station temperature, siting report, cleaning schedule, calibrations, in-line
filter changes, etc., are inputted in the above report.

C. Audit data are entered on the Audit Worksheets (Figure 5.0.2.3) to report
preliminary audit results.  This audit data is then transferred into the QAS
audit program where audit calculations are processed using certified
standards.

D. Audit results from the QAS audit program are printed at the end of the
audit and reviewed with the site operator.
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5.0.2.6 AUDIT REPORTS

A. Quarterly and annually, audit results for criteria pollutants are reported to
the EPA showing individual and polled data accuracy estimates.  These
results are calculated using EPA’s data analysis and reporting methods
(40 CFR Part 58, Appendix A).  See Volume I of this manual for
procedures and formats for calculating these estimates.

B. Quarterly and annually, audit results for non-criteria and criteria pollutants
are compiled and posted on the internet at 
http://www.arb.ca.gov/aaqm/qmosqual/qmosqual.htm

5.0.2.7 CORRECTIVE ACTIONS

Whenever an audit indicates an exceedance of the accuracy limits, an Air Quality
Data Action (AQDA) request (Figure 5.0.2.4) will be initiated.  The AQDA
withholds data from entering the ARB’s data files until investigation and
necessary corrective actions are taken and reported.  If necessary, the data are
corrected.  If data corrections cannot be made, the data shall be invalidated back
to the initial occurrence of the malfunction.  If the date and time of the
malfunction cannot be verified, data shall be invalidated back to the last
successful calibration, span, check, or audit.

Variations in the accuracy limits correspond with the type of analyzers or
instruments being audited.  Accuracy limits are listed below:

A. Gaseous analyzers:
- ±15% from true.
- ±10% from true, results in warning.

B. Flow samplers

1. PM10, TEOM, PM10 BAM, Xontech 920:
- ±10% from true.
- ±10% from design.
- ±7% from true, results in warning.

2. PM2.5, PM2.5 BAM:
- ±4% from true.
- ±5% from design.

3. Total Suspended Particulates (TSP).
- ±15% from true
- ±10% from true , results in warning

 

http://www.arb.ca.gov/aaqm/qmosqual/qmosqual.htm
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4. Pesticides:  
- ±10% from true.
- ±7% from true, results in warning.

C. Acid deposition instrumentation where the comparison of pH measured in
field (FpH) against pH measured in the laboratory (LpH):
- If pH ≤ 5.0 and (LpH-FpH) ≥ 0.2, flag suspicious data.
- If pH is between 5.0 and 9.0 and (LpH – FpH) > 0.5, flag suspicious

data.

D. Laboratory instrumentation

1. PM10 Ions:
- Accuracy limits based on approved standard’s control limits.

2. Mass:
- See U.S. EPA’s Quality Assurance Document 2.11 (PM10) 
- See U.S. EPA’s Quality Assurance Document 2.12 (PM2.5) 

3. Lead (EPA audit): 
- ±16% based on 90th percentile control limits.  See EPA’s

Quality Assurance handbook (Volume II, Section 2.8).

4. Toxic Metals (Lead only):
- ±20% from true.

5. NMOC instrumentation:
- ±20% from true.

6. VOC instrumentation:
- ±20% from true.

7. Motor vehicle instrumentation:
- ±20% from true.

8. Dioxins:
- Accuracy limits are currently being developed.

E. Meteorological instrumentation

1. Horizontal or vertical wind speed:
- ±25 m/s of true at speeds <5 m/s.
- ±5% of true at speeds above 5 m/s.
- Starting threshold – Less than or equal to 0.5m/s
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2. Wind direction:
- Less than or equal to 5° combined accuracy and orientation

error.
- Starting threshold – Less than or equal to 0.5m/s

3. Ambient temperature:
- ±0.5° Celsius for the Photochemical Assessment Monitoring

Station (PAMS) sites.
- ±1.0° Celsius for the Prevention of Significant Deterioration

(PSD) sites.

4. Barometric pressure:
- ±7.50mm of Hg.

5. Relative Humidity:
- ±5% for 0% to 10% RH.
- ±3% for 10% to 95% RH.
- ±5% for 95% to 100% RH.

6. Solar Radiation:
- ±5.0% for 25 Watts/m2
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Figure 5.0.2.1
Vehicle Inspection List
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Figure 5.0.2.2
QAS Audit Program



Volume V
Section 5.0.2
Revision 4
February 3, 2003
Page 8 of 24

Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.2
QAS Audit Program (cont’d)
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Figure 5.0.2.3
Audit Worksheet
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Figure 5.0.2.3
Audit Worksheet (cont’d)



Volume V
Section 5.0.2
Revision 4
February 3, 2003
Page 22 of 24

Figure 5.0.2.3
Audit Worksheet (cont’d)
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Figure 5.0.2.3
Audit Worksheet (cont’d)
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Figure 5.0.2.4
Air Quality Data Action (AQDA)
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VOLUME V – APPENDICES

APPENDIX PAGES REVISION DATE

A Performance Audit Procedures Using  6 1 08/01/83
Ambient Level Cylinders
(Used only for special circumstances)

B Performance Audit Procedures Using  6 1 08/01/83
Dilution Techniques
(Used only for special circumstances)

C Performance Audit Procedures for Ozone  8 4 10/03/02
Analyzers Using a Portable Ozone Transfer
Standard

D Performance Audit Procedures for 12 2 10/29/02
High-Volume Samplers

E Performance Audit Procedures for 35 5 03/06/02
Thru-the Probe Criteria Pollutant Audits

F System Audit Procedures for Acid 75 0 01/01/88
Deposition

G Performance Audit Procedures for 16 1 11/22/96
Acid Deposition

H Performance Audit Procedures for 3 N/A 03/01/87
Low-Volume Samplers (Modified Dichot)
(No longer in use – superseded by 
Appendix P)

I Performance Audit Procedures for 21 3 10/03/02
Particulate Measurement ( PM10)
Samplers

J Performance Audit Procedures for 13 3 08/05/02
Thru-the-Probe Toxic Audits

K Performance Audit Procedures for  6 2 08/22/02
PM10 Ions Lab Audits

L Performance Audit Procedures for 15 5 08/01/02
Toxic Air Sampler (Xontech 920)
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VOLUME V – APPENDICES (cont’d)

APPENDIX PAGES REVISION DATE

M Performance Audit Procedures for 10 2 09/27/02
Toxic Air Contaminants – Lab Audits

N Performance Audit Procedures for 12 1 08/24/02
Light-End and Mid-Range Non-Methane
Hydrocarbon Pollutants – Lab Audits

O Operating Procedures for Global 14 2 08/30/02
Positioning System

P Performance Audit Procedures for 18 4 09/18/02
PM10 Dichotomous Samplers

Q Performance Audit Procedures for  6 1 09/18/02
Lead (Pb) Analysis TSP – Lab Audits

R Performance Audit Procedures for 20 2 05/07/02
Carbonyl Samplers (8202, Canisters,
Lab, Through-the-Probe)

S Performance Audit Procedures for 
Meteorological Parameters

S.1 - %RH and Dew Point Sensors  8 1 08/23/02
S.2 – Wind Speed Sensors 18 1 08/23/02
S.3 – Wind Direction Sensors 30 2 08/23/02
S.4 – Ambient Temperature Sensors 12 2 08/23/02
S.5 – Barometric Pressure Sensors  8 1 08/23/02
S.6 – Solar Radiation Sensors  9 1 08/23/02

T Performance Audit Procedures for  5 1 09/27/02
Total Suspended Particulate Toxic
Metal Lab Audits

U System Audit Procedures for PM10 28 1 01/15/03
Mass Analysis

V Performance Audit Procedures 17 2 09/27/02
For Continuous PM10 Monitors

W Performance Audit Procedures for  11 2 05/10/02
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X Performance Audit Procedures 13 1 05/07/02

Y Quality Assurance Project Plan 181 1 10/30/01
For the PM2.5 – Ambient Air Monitoring
Program at State and Local Air Monitoring
Stations (SLAMS)

Z Performance Audit Procedures 31 2 06/10/02
For PM2.5 Samplers

AA System Audit Procedures 27 0 01/15/99

AB System Audit Procedures for 21 0 05/01/99
Dichotomous PM10 Sampling and
Analysis Program

AC Ambient Air Comparison Check 17 1 09/03/02
Procedures for Non-Methane
Hydrocarbon Compounds

AD Performance Audit Procedures for 10 1 05/10/02
Through-the-Probe Carbonyl Audits

AE Site Survey Programs for Ambient Air 22 1 08/01/02
Monitoring Stations

AF System Audit Procedures for PAMS 18 0 03/16/01
Sampling and Analysis Programs

AG System Audit Procedures for Pesticide 16 0 07/31/01
Monitoring Programs

AH System Audit Procedures for Ambient 64 0 08/06/02
Air Monitoring Programs
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